Figure 4. Line 3 geometry
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Figure 5: WA6 Onshore-offshore geometry
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Figure 6: WA8 Onshore-offshore geometry
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Figure 7: High-resolution arrays
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Mendocino 1994 data report WA1 refteks Appendix A
Ref2segy Drift
Station!Instrument  |GPS? |data /Mb |Logview status Refrate comments |corrected?
1241 6132 55 OK 2.6e-8 1
no final pulse time set - power failure in field. notes say
1244 6134 49116ms drift 7low drift 0
1247 6131 53 OK 1.3e-8 _ 1
1250 6130 broken in field
1s GPS error -- initial time pulse is 1s ahead, with 21ms by hand for 21ms
1253 6129 52idrift. Instrument OK drift and -1 offset 1
1 sec GPS error on pulse, assume at end (2sec and -990ms
1256 6128 52|drift->1.01s error) by hand 1.2e-7 1
1259 6127 no record of downloading
1262 6124 50 OK -3.9e-7 1
1265 6125 48 OK 1.4e-7 1
high drift with no obvious reason {no power failure) seems
1268 6123 6 3|genuinea though high drift 3.3e-6 1
1271 6121 63 OK -2.7e-7 1
1274 6120 630K OK 2.9e-7 1
1277 6118 59|bad drift :mw ms) problems in field make second pulse bad |not meaningful 0
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Mendocino 1994 data report WAT1 refteks Appendix A
Ref2segy Drift
Station [ Instrument GPS? |data /Mb |Logview status Refrate comments |corrected?
1280 6117 61 - 0K -1.20-7 1
1283 6116 60 OK 3.4e-7 1
1286 6115 59ionly 1 time pulse? error 23 ms according to field notes ?low drift 0
1289 6114 59 | . OK -9.4e-8 1
a bad pulse before good one)eventually get 863ms slow at |by hand 7.57¢-6
1292 6112 58| pickup -- high drift (high drift) 1
1295 6109 63 OK 1.3e-7 1
1298 6060 broken in field
1301 6069 0 |also thinks it Is 7111 -- data not recoverable from dump
1304 6065 65 OK 1.1e-7 1
1307 6071 65 B OK 1.2e-7 1
1310 6081 - 6 3|Clock drift slightly high otherwise ran fine sl. high 6.1e-7 1
1313 6099 63 OK -2.5e-7 1
1316 6083 62 OK 1.2e-7 1
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Mendocino 1894 data report WA1 refteks Appendix A
Ref2segy Drift

Station |Instrument GPS? |data /Mb |Logview status .mm:mﬁm comments |corrected?
1319 6084 61| OK. 1 sec GPS error assumed at end by hand -4.3e-8 1
1322 6088 38|no final time pulse (instr failure) not meaningful _ 0
1325 6091 59 OK 1.0e-7 1
1328 6092 59 OK 2.7e-7 1

clock drift 1s and -17ms, assume 1s error in final pulse.

1331 6100 58| Instrument OK by hand 1.7e-7 1
1334 6095 57 QK -2.2e-7 1
1337 6111 56| high drift but otherwise OK sl. high -8.1e-7 1
1340 6096 29| no final time pulse - instr failure not meaningful 0
1343 6097 59|clock very bad - battery failure during deployment 0
1346 6101 52 OK 2.9¢-8 1
1349 6102 51 OK -1.8e-7 1
1351 6107 50 OK 6.8¢e-8 1
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Mendocino 1994 data report WA1 refteks Appendix A
Ref2segy Drift

Station|Instrument GPS? |data /Mb [Logview status Refrate comments |corrected?
1354 6045 OK OK 2.0e-7 i
1358 6050 62 OK 1.6e-7 1

high drift rate, about 100ms/day. no power loss,

1361 6048 6 2|instrument looks OK high drift 8.9¢-7 1
1364 6052 62 OK -1.3e-7 1
1367 6049 610K OK -3.7e-8 1
1370 6057 600K 1
1373 6039 59 OK 2.8e-8 1
1376 6040 59 OK -3.6e-7 1
1379 6055 59 OK 4.2e-7 1
1382 6056 58 OK 2.1e-7 1
1385 6046 58 OK -3.3¢-8 1
1388 6042 broken in field
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Mendocino 1994 data report WA refteks Appendix A
Ref2segy Drift

Station}instrument | GPS? |data /Mb _jLogview status Refrate comments |corrected?
1391 6035 55| 1sec gps error, assume at end -> 2ms dnft by hand 0. L
13984 6031 55|0K OK 7.3e-8 1
1397 6028 54 OK -6.0e-8 1
1400 6038 54|0K QK -5.7¢-8 1
1403 6026 53 OK Q. 1
1406 6037 broken in field

QK - after correct

1409 6021 510K field errors 1
1412 6022 50 OK 1.6e-7 1
1415 6024 50[high drift rate -- marginall Instrument OK -5.10E-07 1
1418 6025 49|CK OK 1.4e-7 1
1421 6032 48|0K 1
1424 6027 45 OK 4.7e-7 1
1427 6020 45 OK 3.5e-7 1
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Mendocino 1994 data report WA refteks Appendix A
Ref2segy Drift
Station | Instrument data /Mb |Logview status Refrate comments |corrected?
1433 7094 117no final time pulse - comms failure Not meaningful 0
intermittent recording only - no power up messages, and
1436 7103 45 |drift seems ok. lots of overlap errors 0K -2.9e-7 1
1439 7107 116[/0K QK -4.3e-7 1
clock very bad - several minutes apparently true drift,
1442 7097 0[113Mb data not usefully recoverable
1445 7088 103,0K CK 5.4e-8 1
|
1448 7066 112|0K OK 6.4e-8 1
1451 6003 30|clock bad (instr power failure) not meaningful 0
1454 7106 51|clock bad {instr power failure) not meaningful 0
1457 7095 107 |0K OK -1.8e-7 1
1460 7087 107[0K OK 2.1¢-8 1
1463 7104 106/ OK 0K -3.7e-7 1
1466 7089 105/0K OK 1.9e-7 1
1469 7098 44 no final time pulse - instr failed Not meaningful 0
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Appendix A

Mendocino 1994 data report WA1 refteks
Ref2seqgy Drift
m”mzn:m_:m:::._ma GPS? |data /Mb |Logview status Refrate comments |corrected?
1472 7099 2 3 power failed during disk dump. high drift on backup clock  |not meaningful 0
1475 7108 101 |0K OK -1.6e-7 1
1480 7098 95 OK -1.6e-7 1
1483 7092 95 OK 1.1e-7 1
1484 7053 93 OK -2.1e-8 1
1486 7090 94 OK 2.5e-7 L
1492 7100 02 OK -3.4e-7 1
1495 7109 89 OK-11e8 | 1
1498 7110 87 OK -4.7e-7 1
1506 7076 0.5]instrument failure
1507 7071 106 |0OK OK 1.7e-7
1508 7084/ no record of downloading ]
7 locs. GPS OK until instrument failed 164/0600. 15 error
1509 7085 24 on initial pulse time set corrected at first GPS fix OK - minimal drift 0
1511 7081] 53/only 1 time pulse - unknown instrument failure not meaningful 0
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Mendocino 1994 data report WA1 refteks Appendix A
Ref2segy | Drift
Station|Instrument  |GPS? |data /Mb [Logview status Refrate comments |corrected?

1513 7072 115/0K OK 3.4e-8
only one time pulse - SCSI failure during deployment. 2ms

1514 7082 7 9!drift according to field notes ?low drift 0

16186 7073 6 |failed on tape read -- copy and original

| 1 minute error in initial time set {disagrees with field notes). by hand offset +60,

1517 7086 96/instrument OK, drift <6ms drift O | 1
18 locations(39.4204, 123.5157}). No drift Only one data

1519 7075 4 5|stream running (programming failure) OK 1

1520 7083 g1 OK 1.6e-8 1

16522 7080 92 OK - minimal i

1523 7077 92 1

1624 7079 92 1
final set 1 minute off, but still 533ms drift according to field|by hand (high!} -

1526 7078 92 notes. Instrument ran OK 7.8e-6 1
2 locations (39.4572,123.5821). Power failure but GPS and

1529 7064 2 4{instrument performance OK until then OK - minimal 1

1530 7063 112[0K OK 0. 1
Bad GPS unit giving lots of spurious clock resets. 110 Mb of

15632 7102 0 |data useless as a result useless 0

1634 7061 110/0K - slightly high drift but not too bad. 6.11E-07, i
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Mendocino 1984 data report WA1 refteks Appendix A
Ref2segy Drift
Station|instrument  |GPS? |data /Mb |Logview status Refrate comments |corrected?
1535 7058 1 108|0K 1
1536 70569 111|0K OK -2.3e-7 1
1538 7068 108|0K OK -9.0e-8 _ 1
1601 7062 1 112;0K 1
1602 7069 111|0K QK -5.8e-8 1
pulser errors cancel-:
1603 7056 111|0K >0 1
1604 7070 110:0K OK -1.6e-7 1
16056 7039 108|0K 1
1606 7060 1 110/0K 1
1607 7054 109{0K OK 0. 1
1608 7051 97|only 1 time pulse? no error given in field notes ? 0
1609 7041 1| 116|0K OK 1
1610 7042 115|0K OK 2.3e-7 1
10 locations (39.4775, 123.6820). GPS and rest worked
1611 7045 1 28|OK until failure 'OK - minimal 1
1612 7048 88| high drift rate - power failed during deployment not meaningful 0
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Mendocino 1954 data report WA refteks Appendix A
Ref2segy Drift
Station|instrument  /GPS? |data /Mb |Logview status Refrate comments |corrected?

1613 7049 1 110/0K OK 3.2¢-8 _ 1

1614 7062 108|1s GPS error, assume at final pulse set. instrument looks OK |by hand -3.1e-7 1

1615 7040 1] 98|OK although poor GPS site OK 0. 1

1616 70587 no events -- not downloaded

1617! 7101 1 99;0K, although very few GPS locks 1

1618 7038 96|0K. 1 sec GPS time puise error by hand -1.1e-8 1

5 locs , poor GPS coverage. 1s error on final pulse. 13ms cant do gps and

1619 7050 1 95|drift at some point pulse N 0

1620 7044 920K 1

1621 7046 1 89 0K 1
Total 19| 8495.50 97
Mean 16% 70.21 80%
Total instrs 121 ~
Mean with GPS| 18 77.37 Corr with GPS 13
mean 06gps 0| #DIV/0! 68%
mean 07gps 19 77.37 ~
Mean w/o GPS| 102 68.88 Corr wio GPS 84
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Mendocino 1994 data report WA1 refteks Appendix A
RefZ2segy Drift
Station|Instrument  |GPS? |data /Mb |Logview status ‘Refrate comments |corrected?
mean 06 ngps| 59 53.44 | 82%)
mean 07 ngps| 43 90.06
Mean 07 62 86.17
Mean 06 59 53.44
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Mendocino 1994 data report WAB Refteks Appendix C
]
__ Ref2seqy Refrate Drift
Station |Instrument  |GPS?|data /Mb |Logview status - comments corrected?
| |
6480/ 7075 111/0K OK -1.0e-7 1
6483 7082 112,0K OK 6.4e-8 1
6486 7070 113|0K OK -5.2e-8 1
6489 7067 errors downloading in field
OK - minimal
6490.5 7083 115|No location fixes drift 1
| Lots of problems in ref2segy. No start time pulse ion m_
6492 7066 112|logview 0
6485 7064 113|0K OK -3.9¢-8 1
6498 7071 0.5/No data
Slightly high -
6501 7076 109/0K - drift slightly high. 5.2e-7 _ 1
jalthough
6504 7084 119|Power failure during operation <20ms 0
OK -minimal
6505.5 7063 1 08| No location fixes ~ drift 1
6507 7080 107|0K o OK -2.7e-7 1
6510 7081 6 0| Power failure -> SCSI efrors not meaningful 0
6513 7078 104 0K OK 1.8e-7 1
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Appendix C

Mendocino 1994 data report WAGS Refteks
| i Ref2segy _ Refrate Drift
Station  |Instrument data /Mb |Logview status jcomments corrected?
6516 7062, 105;0K OK -2.8Be-8 1
by hand 1.75e-
6519 7059 111/Bad time on final pulse (not redone in field though) 7 1
. OK - minimal
6520.5 7058 4 4| Power failure during deployment -- SCSI error drift i 1
6522 7056 operator error - no start acq_
6525 7054 113;0K OK 1.2e-7
| |OK - minimal
6526.5 7040 114|0K drift 1
6528 7044 114;:0K ) QK -2.4e-8 1
6531 7041 115|0K OK 2.8e-7 1
6534 7039 117 OK 3.6e-8 1
6537 7038 117|Power failure during deployment Not meaningful 0
OK - minimal
6538.5 7046 120|0K drift 1
Spurious SCSI error also in log (continued recording
6540 7048 120/throughout) by hand -1.3e-7| 1
6543 7045 121 OK -7.2e-8 1
6546 7051] 123|0K OK 1.9e-7 1
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Mendocine 1994 data report WAE Refteks Appendix C
Ref2segy | Refrate Drift

Station |Instrument | GPS?|data /Mb |Logview status . comments corrected?
6549 7042 125/0K /0K 1.8e-7 1
6552 7050 120|0K OK 1.8e-7 1
6555 7049 ._mom OK 1.2e-7 1
6558 7052 121 , OK -1.7¢-7 1
6561 7060 116 ) OK 1.5e-7 1
6564| 7061 119/0K OK 7.56-7

| Power failure during deployment. Channel 3 is on 6.16

6566 7053 51|file 16. Add one to alil files for instruments after the fifth Not meaningful 0

BROKEN 6037 )

BROKEN 6042 | s

BROKEN 6060 m

BROKEN 6127 | o

BROKEN | 7057 - .

BROKEN 7069 o -

BROKEN | 7073
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Appendix C

Mendocino 1994 data report WAG Refteks
Ref2segy Refrate Drift
Station | Instrument GPS? [ data /Mb [Logview status comments corrected?
STOLEN 6033
STOLEN 6058
STOLEN 6117 B N 3
STOLEN 6118
STOLEN 6120
STOLEN 6121 ] |
STOLEN 6123 N
STOLEN 6142 | 0 :
Total 16| 10310 3 99
Mean 12% 79.92 7%
_ [Total instrs | 129 ) ; -
i r Mean withGPS| 16 88.06 Corr with GPS 14
‘mean 06gps 3 52.00 ] i 88%
mean 07gps 13 96.38
Meanw/o GPS| 113] 78,77 . - Corr w/o GPS 85
i mean 06 ngps| 50, 52.92] o _ B 75%
mean 07 ngps! 63 98.28
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Mendocino 1994 data report WAB Refteks Appendix C

Ref2segy Refrate Drift
Station |Instrument  |GPS? | data /Mb jLogview status ~ comments corrected?
' Mean 07 | 76| 98.78 i
Mean 06 53| 52.87
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